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Turbulent flow HEPA filtration 

Operational particulate counts are highly 
dependent on the amount of particulate 
created by the operator / process.

Laminar flow HEPA filtration 

Operational particulate counts are kept 
low even when large amounts of 
particulate is generated.
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